This work describes a simple and cost-effective method for quantitative determination of hydrochlorothiazide using biomimetic sensor based on a carbon paste modified with hemin (biomimetic catalyst of the P450 enzyme). The sensor was evaluated using cyclic voltammetry and amperometry for its electrochemical characterization and quantification, respectively. Amperometric analyses were carried out at 800 mV vs. Ag/AgCl (KCl sat ), using a 0.1 mol L −1 phosphate buffer solution at pH 8.5 as the support electrolyte. Optimization of the experimental parameters was performed using a multivariate methodology. The proposed method was successfully applied to the analysis of hydrochlorothiazide in spiked urine and pharmaceutical formulations, demonstrating that it is a reliable, feasible and efficient alternative method for the detection of hydrochlorothiazide in doping and can also be used for the quality control method.
Introduction
Hydrochlorothiazide (HCTZ) is a diuretic drug belonging to the thiazide class. Diuretics are substances that increase urine flow and reduce the capacity of tubular absorption of sodium and water. Their use reduces blood volume, decreases blood return to the heart and consequently reduces cardiac output (lowers blood pressure). HCTZ has wide indications in the treatment of diseases such as renal edema, hypertension, hypercalcemia and nephrogenic diabetes insipidus. 1 It is absorbed from the gastrointestinal tract and it is mostly eliminated by renal excretion, with an average of 65-72% being excreted in urine. 2, 3 In sports, thiazide diuretics are used to flush out the prohibited substances previously taken with forced diuresis, and also where weight classes are involved to achieve acute and instantaneous weight loss. 4 For this reason, all diuretics are banned in sports by the World Anti-Doping Agency (WADA). 5 Besides being an ethically condemned practice considering a risk to the athletes' health they are generally self-administered in a wrong manner; i.e., overdoses, interactions with other drugs or even the use of drugs of illicit origin. [6] [7] [8] Evidently, a sensitive and reliable analytical method to determine diuretics in urine and/or plasma is an important prerequisite in sport activities. Classical analytical techniques such as gas chromatography (GC), 9 high-performance liquid chromatography (HPLC), [10] [11] [12] [13] [14] [15] capillary electrophoresis 16 and mass spectrometry, 10 are very sensitive and standardized techniques for the determination of these substances which are prohibited in sport, have been commonly used. These techniques have some disadvantages such as complexity, extensive time consumption, high cost and also need for qualified and technical workers. For these reasons, the development of rapid, simple and alternative method for screening and quantitative detection of hydrochlorothiazide is still very important.
There are some reports which describe the determination of HCTZ using electrochemical techniques. [17] [18] [19] [20] [21] [22] Electrochemical methods have shown excellent procedures and advantages such as simplicity, rapid response, excellent reproducibility, good stability, low cost, low limit of detection for the sensitive determination of organic molecules, including drugs and related molecules in pharmaceutical sample and biological fluids. they can be used as artificial enzymes, mimicking the active site of the enzyme P450, iron protoporphyrin IX, which is responsible for the catalysis of a wide variety of chemical reactions in organisms, metabolizing a variety of compounds, including xenobiotics, such as drugs, pesticides and endocrine disruptors. [34] [35] [36] The artificial enzyme, which may be a biomimetic catalyst, 37 carries out the same processes performed by the biological catalyst, but it is not necessary to follow the same mechanism. The artificial enzymes on the electrode surfaces will provide the same function as the corresponding enzyme for the detection of its substrates, [32] [33] [34] [35] [36] [37] and are known as biomimetic sensors.
The aim of this work is to develop a sensitive and selective biomimetic sensor for the detection of HCTZ (Figure 1 ) based on the hemin complex using the amperometry technique. The modifier which was chosen for this work presents many advantages. The hemin is a well-known natural metalloporphyrin and it can be used as a redox biomimetic catalyst, increasing sensitivity of the electrochemical sensor. 35 Experimental design methodologies were used to optimize the measurement conditions and its validation was performed in urine samples and pharmaceutical formulations.
Experimental

Reagents and solutions
The materials used in this work were HCTZ, chloroprotoporphyrin IX iron(III) (hemin), mineral oil and graphite powder (99.99% purity, particle size < 45 µm) and were obtained from Sigma-Aldrich 
Electrochemical measurements
The electrochemical measurements were carried out using a potentiostat/galvanostat model Autolab PGSTAT30 (Autolab/Eco Chemie). The experimental conditions were controlled with General Purpose Electrochemical System (GPES) software, all measurements were conducted at 25 °C in a conventional electrochemical cell containing of 3 electrodes: a commercial reference electrode (Analion ® ) of Ag/AgCl(KCl sat ), a platinum coil as the counter electrode and the modified carbon paste as the working electrode.
The electroanalytical techniques used in this work were cyclic voltammetry and amperometry. Cyclic voltammetry was firstly performed to investigate the electrochemical behavior of hydrochlorothiazide on the sensor surface. Then, in a next step for quantification of hydrochlorothiazide, the amperometric measurements were subsequently carried out at an adequate potential based on the results of the voltammetric experiments.
Biomimetic sensor construction
The modified carbon paste biomimetic sensor was prepared by mixing of 14 mg of hemin with 86 mg of graphite powder and 1.0 mL of 0.1 mol L -1 phosphate buffer solution (pH 7.0). The material was carefully homogenized with a stainless steel spatula and left to dry at room temperature. Mineral oil (Nujol) was added to the dry material to obtain the carbon paste. For comparative purposes, carbon pastes were prepared in the presence and in the absence of hemin. The paste was placed into the cavity of a glass tube (4 mm internal diameter, 1 mm depth), and a platinum slide was inserted for electrical contact with the paste.
HPLC analyses
Chromatographic analyses were performed using a The absorbance of hydrochlorothiazide was measured at 220 nm. 38 
Study of selectivity/interference
The selectivity/interference of the sensor was investigated by means of amperometry response to 13 drugs of different pharmacological classes. 1.0 × 10 -2 mol L -1 stock solutions for all drugs were dissolved in the water/ ethanol (9:1 v/v) solution.
Sensor application using pharmaceutical formulations
The two pharmaceutical formulations were of the generic class, one was normal class and the other one of the similar class 39 containing 25 mg of HCTZ from different batches and trademarks were purchased in local drugstores in Araraquara City (Brazil) and were analyzed by the proposed method.
All tablets of each commercial trademark were weighed exactly and ground to a fine powder. A portion of this powder was accurately weighed and dissolved with 10.0 mL of ethanol (proposed method) or methanol (comparative method). These solutions were filtered and aliquot of 2.5 mL of each filtrate was transferred to a 10.0 mL volumetric flask and the volume was completed with water or methanol, respectively.
Sensor application using urine samples
Urine samples were collected from six volunteers. Samples A to F were from healthy people aged between 20 and 60 years. Sample F was collected from a volunteer who consumed two doses of diuretic amiloride daily for the control of arterial pressure. Each sample was enriched with hydrochlorothiazide. An aliquot of 10 mL of the sample was centrifuged for 10 min at 2000 rpm. The supernatant was diluted 2 times with water and the solution was transferred into the voltammetric cell for analysis without any further pretreatment. Standard addition method was used for the determination of HCTZ in real samples and the results were compared with a chromatographic method described in literature.
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Results and Discussion
Electrochemical characterization of HCTZ in the biomimetic sensor
The electrochemical characterization of hydrochlorothiazide using the proposed biomimetic sensor based on hemin was realized by cyclic voltammetry. Figure 2 shows the cyclic voltammogram in presence of HCTZ which exhibits a behavior related to the irreversible oxidation of the hydrochlorothiazide at a potential of 800 mV.
The oxidation of HCTZ was carried out through experiments varying the scan rate on the cyclic voltammetry to evaluate the electrochemical behavior of the analyte on the sensor surface. Analyzing the anodic peak current as a function of the square root of the scan rate it was possible to visualize a linear dependence (data not shown) in the range between 5 and 200 mV s -1 , indicating that the mass transport of HCTZ on the sensor surface is controlled by the diffusion.
To investigate the possibility of an electrocatalytic process for the HCTZ oxidation on sensor surface a graph was plotted for the scan rate-normalized current
) against the scan rate (υ) (Figure 3) , whose profile suggests that the oxidation of the HCTZ is a chemical/ electrochemical (CE) catalytic process, characterized by two steps, a chemical reaction coupled with an electrochemical process, 40 such as it occurs in other biomimetic sensors. 41, 42 With the results described above, it was possible to propose a mechanism for the sensor (Figure 4) . Initially, the chemical reaction (chemical step) between hydrochlorothiazide and molecule of reduced hemin promotes the oxidation of hydrochlorothiazide and reduction of iron in the porphyrin. In the electrochemical step coupled with chemical one, the re-oxidation of metal ion (Fe 2+ to Fe 3+ ) in the complex occurs at the electrode surface leading to the anodic current observed due to the presence of hydrochlorothiazide in the measurement cell. In the next step, in order to evaluate the sensor response for the HCTZ quantification, amperometric experiments were carried out to optimize the analytical parameters influencing its response. The values selected were based on the highest sensitivity from analytical curves obtained in the diverse conditions studied.
Optimization of variables
Factorial and central composite designs are widely used in screening experiments where many variables involved in the reaction are considered in order to identify those with the greatest effects. 43 The optimization conditions of the proposed method were performed by multivariate analysis employing central composite experimental design after prior application of fractional factorial design to select the variable values that maximized the analytical signal.
Initially, a 2 (4) full factorial design was carried out, which allowed simultaneously studying seven factors that could have an important effect on the current obtained with proposed sensor. The factors of interest were the amount of modifier in the paste (%, m/m), pH, buffer and buffer concentration (mol L -1 ). All variables that make up the system were studied at two levels, low (-1) and high (+1), requiring a total of 16 experiments, which were performed in triplicate and randomized to minimize any environmental effects. The highest and lowest values of each variable were defined based on our preliminary experiments.
As the result of the full factorial design, a Pareto chart was drawn in order to visualize the estimated effect of the main variables. It can be observed from Figure 5 that only one variable (pH) was considered be significant.
To perform the experiments the central composite design, there must have two variables, choose the variable percentage of modifier to influence the cost of analysis in the proposed sensor. These variables (pH and percentage modifier) were further studied by central composite design at five levels, including four central points for statistical validity within the range -1.41 to +1.41. Figure 6 shows the response surface estimated as a function of pH and percentage of modifier in the paste.
It can be observed from Figure 5 that the optimal region was found and that the maximum response was achieved when pH was 8.5 and the percentage of modifier was 14% m/m. The mathematical model that describes the surface of Figure 5 is the quadratic regression of equation 1: z = -2.21894 + 0.51456x -0.03001x 2 + 0.01871y -0.00072y 2 -0.00031xy (1) where z is the response factor corresponding to the sensitivity value, x is the pH, and y is the percentage of modifiers. In this model the R 2 values were greater than 95% also implying that the equation was well fitted by the data at 95% confidence level for the sensitivity of the sensor.
Using the multivariate calibration it was possible to optimize the parameters of the proposed biomimetic sensor for hydrochlorothiazide quantification. Thus, for further experiments the modified paste was prepared with 14% (m/m) of hemin, and the measurements were carried out in 0.1 mol L -1 phosphate buffer at pH 8.5.
Validation
The proposed analytical method was validated in terms of the linear dynamic range, precision, accuracy, limit of detection (LOD), limit of quantification (LOQ), interferences and recovery values. These parameters were obtained using amperometry (Figure 7 inset) . A typical calibration curve (Figure 7) showed a good linearity in the concentration range of 2.0 × 10 -5 and 1.
The value of the coefficient of determination (R 2 ) obtained was 0.993 ± 0.001 whereas the slope obtained from the analytical curve was 85671 ± 2457.
The LOD and LOQ were calculated according to the Brazilian National Health Surveillance Agency (ANVISA) recommendations. 44 The LOD and LOQ were 5.8 × 10 . These values are comparable with values reported by other research groups for electrocatalytic oxidation of HCTZ obtained by electrochemical methods (Table 1) .
The precision of the proposed method was evaluated using three inter-days and three intra-days replicate (n = 5 for each experiment) for a 1.0 × 10 -3 mol L -1 HCTZ standard solution. The relative standard deviations for inter-day and intra-day measurements were 4.2 and 4.6%, respectively. These levels of precision were considered to be acceptable for the employed method. 
Study of the biomimetic characteristics of sensor
Since hemin is a recognized biomimetic catalyst of the oxide-reductase P450 enzyme, 35 its biomimetic character was investigated in the previously optimized conditions. A hyperbolic profile was obtained (Figure 8 inset) besides the linear range of concentrations, which is characteristic of enzymatic biosensors and biomimetic sensors that follow Michaelis-Menten kinetics. 23 A Lineweaver-Burk graph (Figure 8 indicates a good affinity between the catalyst (hemin) and the analyte.
A useful biomimetic sensor must show a high level of selectivity. In order to evaluate the selectivity/ interference of the proposed sensor, its response was tested with the following drugs in the concentration of 1.0 × 10 -2 mol L -1 : bumetanide, furosemide, methyldopa, captopril, ketoprofen, ciprofloxacin, aminophylline, nifedipine, urea, uric acid, ascorbic acid and xanthine. Different pharmacological classes were studied because the general use of hydrochlorothiazide is associated with the other drug. The substances urea, uric acid, ascorbic acid and xanthine were assessed as possible interferences, because these are present in the urine. The results obtained showed that the sensor was highly selective for hydrochlorothiazide, and only bumetanide caused a small interference in the analysis, because it also belongs to the class of diuretics.
Application
The proposed sensor for HCTZ was applied using four samples of pharmaceutical formulations (Table 2 ) and six enriched samples of human urine (Table 3) .
The results obtained for the two methodologies were very close, including the values obtained for the "similar" pharmaceutical formulation that showed a value only 70% of the expected, and showed the reliability of the proposed sensor.
The proposed method was compared statistically (using t-tests at 95% of confidence level) with the comparative method 38 and showed good agreement ( Tables 1 and 2 ). The calculated t-values did not exceed the critical ones, indicating that there was no significant difference between the two methods in terms of precision and accuracy.
The results confirm the viability of this proposed sensor for reliable, simple and cheap method for HCTZ determination in quality control and in the combat against doping in sports.
Conclusions
The proposed sensor presents a viable alternative to the determination of hydrochlorothiazide in a simple, rapid, selective and sensitive way for the application in doping and quality control. It is also cost effective, safer and environmentally friendly compared with other methods reported in the literature. The technique is sufficiently precise and accurate to offer an attractive alternative in the control of sports doping.
